In July, 1928, it The circuit now used is shown in Figures 2 and 3 , of which Figure   2 shows the electrical network in its simplest form, and Figure 3 Note. -The value of <S is, of course, determined by the values of R, L, and M.
VII. RESULTS
The results are embodied in Tables 1 to 6 , inclusive. They naturally divide into two parts, namely, those on capacitance (Tables 1 to  4) and those on power factor (Tables 5 and 6 ).
In However, the differences as shown in Table 2 suggest that the measured value of the change of capacitance with frequency in the two laboratories was not the same by 1 or 2 parts in 10,000. . 50061 N. P. L., . 50050
B. S., March, 1931. .. 50063 B. S., February, 1932 .50070 The values obtained on the 2 sections are given in In addition to the data on power factor given in the tables, the power factor was determined at 100 and 2,000 cycles at the time of the first measurement in each laboratory. The agreement was about the same as for 60 and 1,000 cycles, so that tables giving these values do not appear.
